[Study on radiation dose estimation and monitor in TBI using an anthropomorphic phantom].
Absorbed doses and the dose distributions at important tissues and organs in an anthropomorphic phantom are measured using TLD under the TBI conditions. The dose for each tissue or organ is also estimated and monitored for TBI treatment.